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A WARNING 
Hot Surface 


CCD Power 
Supply 


Length: 2.2m Drg no.: EC-04-02-003-A 


Connector 2: CPS-03 


PNS code: EC-04-02-003-A 
Description: CCD power supply communication 
Cable: 10 x 0.14mm2 shielded Connector 1: INT-09 


PNS code: EA-06-00-001-A 


PNS code: EA-06-00-037-A 


PNS code: EA-05-00-004-A 


Type: DB9 male 


Type: 103A057 


Type: LiYCY10 x 0.14 shielded 


Location: Interface — rear panel 


Location: CCD Power supply 
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103A057 
INT-09 CPS-03 
INTERFACE | CCD POWER 
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